Scattered radiation doses during per operative screening.
Measurements of scattered radiation doses during per operative screening indicate maximum mean dose rates to the eye are unlikely to exceed 56 microgray per minute for lateral projections and 14 microgray per minute for PA projections. The potential radiation doses to staff can be further reduced by the implementation of some simple protective measures.